Simulator Solution
Lot # 04-06-100

Made: 4-5-04

Expires: 4-5-05
0.0956
0.0982
0.0986
0.0970
0.1111

Mean: 0.1001

Std Dev: 0.00626
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Format File Name = simsoln-JFH.met. FMT

Today's Date = 4/9/04 Today's Time = 5:15:37 PM
Bound File Name = Sim0409(1).0001.RAW

Sample Name = CCS

Date Taken = 4/9/04 5:15:34 PM VDH Headspace Alcohol
Method file = simsoln.met

Calibration file = BloodAlcohol4.cal

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NOL Conversion
1 1.82 Ethanol 459230 0.0885 0.0722

2 2.66 t-Butanol 1858547 0.9656 0.7882

3 3.42 n-Propanol 2176306 ~1.0000 0.8162

Printed on 4/9/04 5:15:38 PM Page 1 of 1




Chrom Perfect Chromatogram Report

900

800 |

-3.42

700 -
600 |

500

-2.66

400 |

-1.82

300

200

100 % o

- INT-

T T T T T i T T T " T T T T T
1.0 1.6 2.0 25 3.0 3.5 4.0 4.5 5.0

Format File Name = simsoln-JFH.met.FMT

Today's Date = 4/9/04 Today's Time = 5:30:44 PM
Bound File Name = Sim0409.0002.RAW

Sample Name = 0.1000

Date Taken = 4/9/04 5:30:36 PM VDH Headspace Alcohol
Method file = simsoln.met

Calibration file = BloodAlcohol4.cal

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
1 1.82 Ethanol 593537 0.1171 0.0956

2 2.11  Acetone 34770 <0.005 0.0017

3 2.66 t-Butanol 1863067 0.9908 0.8087

4 3.42 n-Propanol 2126183 1.0000 0.8162

Printed on 4/9/04 5:30:44 PM Page 1 of 1
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Format File Name = simsoln-JFH.met.FMT

Today's Date = 4/9/04

Bound File Name = Sim0409.0003.RAW
Sample Name = 0.1000

Date Taken = 4/9/04 5:45:37 PM
Method file = simsoln.met

Calibration file = BloodAicohol4.cal

2.5 ‘ 3.0 I 3.5 ' 4.0 ‘ 4.5 ‘ 5.0
Today's Time = 5:45:44 PM -

VVDH Headspace Alcohol

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NVOL Conversion
1 1.82 Ethanol 591740 0.1204 0.0982
2 2.11 Acetone 37071 <0.005 0.0019
3 2.66 t-Butanol 1816136 0.9957 0.8127
4 3.41 n-Propanol 2062366 1.0000 0.8162
Printed on 4/9/04 5:45:45 PM Page 1 of 1
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Format File Name = simsoln-JFH.met. FMT

Today's Date = 4/9/04

Bound File Name = Sim0409.0004.RAW
Sample Name = 0.1000

Date Taken = 4/9/04 6:00:39 PM
Method file = simsoln.met

Calibration file = BloodAlcohol4.cal

Peak RetTime Peak

25 ‘ 3.0 I 3.5 ‘ 4.0 I 4.5
Today's Time = 6:00:41 PM

VDH Headspace Alcohol

5.0

Area Amount Headspace

Number (min) Name % WT/VOL Conversion
1 1.82 Ethanol 596260 0.1208 0.0986
2 2.11  Acetone 30754 <0.005 0.0015
3 2.66 t-Butanol 1817525 0.9926 0.8102
4 3.42 n-Propanol 2070368 1.0000 0.8162
Printed on 4/9/04 6:00:42 PM Page 1 of 1
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Format File Name = simsoln-JFH.met.FMT

Today's Date = 4/9/04 Today's Time = 6:15:42 PM
Bound File Name = Sim0409.0005.RAW

Sample Name = 0.1000

Date Taken = 4/9/04 6:15:40 PM VVDH Headspace Alcohol
Method file = simsoln.met

Calibration file = BloodAlcohol4.cal

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
1 1.82 Ethanol 650940 0.1189 0.0970

2 211  Acetone 34575 <0.005 0.0016

3 2.66 t-Butanol 1984438 0.9768 0.7972

4 3.42 n-Propanol 2297272 1.0000 0.8162

Printed on 4/9/04 6;15:42 PM Page 1 of 1
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Format File Name = simsoln-JFH.met. FMT

Today's Date = 4/9/04

Bound File Name = Sim0409.0006.RAW

Sample Name = 0.1000

Date Taken = 4/9/04 6:30:39 PM

Method file = simsoln.met

Calibration file = BloodAlcohol4.cal
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Today's Time = 6:30:46 PM

VDH Headspace Alcohol

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WTNOL Conversion
1 - 1.82 Ethanol 678504 0.1361 0.1111
2 2.11 Acetone 31624 <0.005 0.0016
3 2.66 t-Butanol 1836621 0.9931 0.8106
4 3.42 n-Propanol 2091166 1.0000 0.8162
Printed on 4/9/04 6:30:47 PM Page 1 of 1
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Format File Name = simsoln-JFH.met.FMT
Today's Date = 4/9/04 Today's Time = 8:00:54 PM
Bound File Name = Sim0409.0012.RAW
Sample Name = CCS
Date Taken = 4/9/04 8:00:50 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal
Peak RetTime Peak Area Amount Headspace
Number (min)  Name % WT/NVOL Conversion
1 1.82 Ethanol 455246 0.0856 0.0699
2 2.66 t-Butanol 1909142 0.9681 0.7901
3 3.42 n-Propanol 2229902 1.0000 0.8162
Printed on 4/9/04 8:00:55 PM Page 1 of 1




